AMENDMENT NO. 1 JULY 2017 
TO 
IS 7858 : 1991 SURGICAL MICROSCOPE — 
SPECIFICATION 


(First Revision) 
(First cover page, title) — Substitute the following for the existing title: 
amfed Arserenty — fatetive’ for ‘wen Yeaerit iq — 
Tafarse’ 


‘OPERATIVE MICROSCOPE — SPECIFICATION’ for ‘SURGICAL 
MICROSCOPE — SPECIFICATION’. 


(Second cover page, foreword, second para, first line) — Substitute 
‘Operative Microscope’ for ‘Surgical Microscope’. 


(Page 1, title) — Substitute the following for the existing title: 


‘OPERATIVE MICROSCOPE — SPECIFICATION’ for ‘SURGICAL 
MICROSCOPE — SPECIFICATION’. 


(Page 1, clause 1.1, line 2) — Substitute ‘Operative Microscope’ for 
‘Surgical Microscope’ and in further subsequent clauses, figures, wherever 
exists. 
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